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[57] ABSTRACT 

There is disclosed an apparatus for measuring indicated 
mean effective pressure (IMEP) of an internal combus- 
tion piston or rotary engine or of an external combus- 
tion engine such as a Stirling engine. An optical shaft 
encoder measures crankshaft angle of the engine. 
Changes in volume with respect to changes in crankan- 
gle of one or more cylinders (dV/dO) is determined 
either empirically or algebraically from engine geome- 
try and stored in a memory. As the crank angle changes, 
dV/dO is read from the memory and multiplied by 
chamber or cylinder pressure. The product (P dV/dO) 
is then added to the total previously accumulated in the 
cycle. Each time 6 changes by an amount equal to delta 
9 , the process is repeated. At the end of each engine 
cycle, the total is equal to the IMEP value for that 
cycle. 

12 Qaims, 2 Drawing Figures 
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INDICATED MEAN-EFFECTIVE PRESSURE 
INSTRUMENT 

ORIGIN OF THE INVENTION 5 

This invention was made by an employee of the U.S. 
Goverment and may be manufactured or used by or for 
the Government without the payment of any royalties 
thereon or therefor. 

BACKGROUND OF THE INVENTION ! ° 

1. Field of the Invention 

This invention relates to a method and apparatus for 
determining the work output of a rotary or piston, ex- 
ternal or inemal combustion engine and is directed 15 
more particularly to a method and apparatus for multi- 
plying cylinder pressure by changes in the volume of 
the cylinder with respect to changes in angle of the 
crankshaft. 

2. Description of the Prior Art 20 

One of the earliest methods of measuring IMEP was 

by directly recording on paper a pressure-volume (P-V) 
diagram by using various mechanical linkages which 
connect a recording pen to a piston of the engine and 
pressure measuring devices. The resulting P-V diagram 25 
was then cut out and the enclosed area determined. 
Later developments included the use of mechanical 
planimeters for measuring this area, the development of 
electronic volume transducers, the use of oscilloscope 
to display the P-V diagram in real time, and the use of 30 
cameras to record the P-V diagram for analysis. More 
recently, high speed digital recorders and computor 
analysis have been utilized. 

Despite the sophistication of such recorders and com- 
puters, all the prior art methods involve post-run data 35 
reduction to determine the work output of an engine. 
With the present day research programs on engine effi- 
ciency, fuel economy, pollutant reduction and overall 
performance analysis there is a need for a method and 
apparatus to measure the IMEP of an engine in real 40 
time. Prior art patents for measuring IMEP include 
those such as U.S. Pat. No. 3,283,569 to King et al. The 
instrument disclosed uses the parameter dV/dt in its 
computation and measures only average IMEP. The 
measured value is an approximation, being limited to 45 
the fundamental plus the second harmonic. A separate 
volume transducer and dV/dt transducer are required 
for each cylinder in order to do simultaneous studies of 
IMEP for more than one cylinder. 

U.S. Pat. No. 3,815,410 to William L. Brown, Jr. et al 50 
discloses apparatus for measuring IMEP by utilizing 
dV/dt which would introduce a phase error related to 
RPM. The phase correction provided is valid only at 
one frequency and one RPM and only if the volume 
signal is a pure sinusoid. 55 

OBJECTS AND SUMMARY OF THE 
INVENTION 


2 

of each cycle whereby a standard deviation of work 
output may be determined. 

A further object of the invention is to provide a 
method and apparatus for measuring IMEP in real time 
over a complete cycle of operation. 

An additional object of the invention is to provide a 
method and apparatus for measuring the IMEP of a 
piston engine without requiring post-run date reduc- 
tion. 

In summary, the invention involves a method and 
apparatus for measuring chamber or cylinder pressure 
and multiplying this value times changes in chamber or 
cylinder volume with respect to changes in crank an- 
gles. The product obtained for each change in crank 
angle is added to the previous product to provide a total 
at the end of each cycle. The cycle is then repeated. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a functional block diagram of apparatus 
embodying the invention. 

FIG. 2 is a detailed block diagram of the invention as 
used for measuring IMEP of a piston engine. 

DESCRIPTION OF A PREFERRED 
EMBODIMENT 

The instant invention is based on the ability to calcu- 
late IMEP by substitution of variables as: 

$P>dV= f P'-%--d0 

v e ® o av 

where 6 equals engine crank angle. 

In this form the function dVdO can be determined 
algebraically from the engine geometry and does not 
have to be calculated in real time. 

The instrument approximates the continuous integral 
by the summation: 
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Since dV/dO can be determined algebraically or em- 
pirically as a function of 6 , it can be stored in a memory. 
The IMEP can then be determined by measuring 0, 
obtaning the correct value of dV/dO from the stored 
information, and multiplying this value by the instanta- 
neous cylinder pressure and then summing each of the 
values obtained for each predetermined change in crank 
angle. 

Although the instrument is intended to approximate 
the integral: 
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It is an object of the invention to provide a method 
and apparatus for measuring IMEP of a piston or ro- 60 
tary, internal or external combustion engine without 
involving any time-dependent variables. 

It is another object of the invention to provide a 
method and apparatus for measuring IMEP of multicyl- 
inder or multichamber engines without requiring a plu- 65 
rality to volume transducers. 

Still another object of the invention is to provide a 
method and apparatus which indicates IMEP at the end 


it can generally compute the integral: 

/ no * /WDi • dx 

x = x a 

where F is any single-valued function of x. 

The invention can be used for internal or external 
combustion engines including piston types and rotary 
types. Where reference is made to varying volume 
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chambers in the specification, piston type engines as 
well as rotary types are intended to be included. 

Referring now to FIG. 1, there is shown a functional 
block diagram including a piston engine 10, a shaft 
angle encoder 11, a memory 12, a multiplier 13 and a 5 
totalizer 14. A pressure transducer 15 measures the 
pressure in the cylinder of the engine and provides an 
electrical signal representative of pressure to multiplier 
16. 

The shaft angle encoder 11 supplies to memory 12 a 10 
signal representing specific values of crank angle 0. 
Since any change in chamber or cylinder volume dV for 
any specific value of crank angle 0 was previously de- 
termined and stored in memory 11, the output of mem- 
ory 12 supplied to multiplier 13 is dV/d0. The instanta- 15 
neous cylinder pressure from pressure transducer 15 is 
multiplied in multiplier 13 by dV/d0. The output of the 
multiplier 13 for each particular value of crank angle 0 
is fed to a totalizer 14 where all the values for the 0s are 
added over one cycle to produce an IMEP output. 20 

Referring now to FIG. 2, there is shown a more 
detailed block diagram of instrumentation embodying 
the invention. The crank shaft of engine 10 drives an 
optical shaft encoder 17 which provides a 10-bit binary 
code representing shaft angle in (720/1024) degree in- 25 
crements to a read-only memory 18. Encoder 17 may be 
a model 30HDAE made by RENCO Inc. or its equiva- 
lent. The dV/dO function is stored in the prepro- 
grammed read-only memory. The binary encoded 
crank angle from the optical shaft encoder 17 is used as 30 
the address to the memory. 

The output of memory 18 is a binary digital value of 
dV/dd for a particular value of 0 and is directed to a 
multiplying digital/analog converter 19. A signal repre- 
senting instantaneous pressure in the cylinder as mea- 35 
sured by transducer 15 is also directed to multiplier 19 
as shown by line 16 where it is multiplied by the output 
of memory 18. The output of multiplier 19 is an analog 
signal proportional to P -dV/dd. This signal is directed 
to an analog-to-digital converter 20 where it is con- 40 
verted to its digital binary value. This process is re- 
peated 1024 times during each engine cycle. The output 
of the accumulator is fed to any suitable output device 
such as a numerical display. 

In order to convert the analog input signal of con- 45 
verier 20 to a digital signal for output to accumulator 
21, time impulses are provided from a control and tim- 
ing logic circuit 23. These pulses are provided from an 
output 24 of the logic circuitry to a control input 25 of 
converter 20. Similarly, control pulses must be pro- 50 
vided to accumulator 21 and output device 22. Signals 
from outputs 26 and 28 of control and timing logic 
circuit 23 are provided to control inputs 27 and 29, 
respectively, of accumulator 21 and output device 22. 

Tlie signals supplied to inputs 27 and 29 of accumula- 55 
tor 21 and output device 22, respectively, include an 
11th bit from the outputs 26 and 28 of the control and 
logic circuit 23. This 1 1th bit causes the accumulator 21 
and the output device 22 to begin a new cycle. 

The apparatus shown in FIG. 2 represents a hybrid 60 
digital-analog approach. However, the circuit could be 
completely analog or completely digital of desired. For 
example, analog function generators could be used to 
generate dV/dd or a digital multiplier could be used if 
the pressure signal from pressure transducer 15 were 65 
digitized. 

It will be understood that changes and modifications 
may be made to the above-described method and cir- 
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cuitry without departing from the spirit and scope of 
the invention as set forth in the claims appended hereto. 

What is claimed is: 

1. Apparatus for measuring the indicated mean effec- 
tive pressure IMEP of an engine of the type having at 
least one varying volume chamber and a crankshaft 
comprising: 

shaft angle encoder means for generating a signal for 
each angle 6 of crankshaft rotation; 

memory means for storing a dV/dd value for each 
specific 0 and for providing an output dV/dO for 
each 6 measured by said shaft angle encoder means 
where V is the chamber volume; 

transducer means for providing a signal representa- 
tive of instantaneous pressure in said chamber; 

multiplier means for multiplying the chamber pres- 
sure P by dV/dO for each 6 measured by said shaft 
angle encoder means; and 

means for adding the products out of said mutltiplier 
means for each 6 taking all increments of 0 over 
one complete cycle of engine operation to yield 
IMEP. 

2. The apparatus of claim 2 wherein said shaft angle 
encoder means provides a binary 10-bit output for each 
0, said memory means providing a binary representation 
of dV/dd to said multiplying means for each value of 6. 

3. The apparatus of claim 2 wherein said multiplying 
means is a multiplying digital-to-analog converter and 
further including an analog-to-digital converter to digi- 
tize the analog output of said multiplier, an accumulator 
to add the digitized outputs of said analog-to-digital 
converter; and 

control means for causing said accumulator to start 
adding at the beginning of each engine cycle and to 
stop adding at the end of each engine cycle 
whereby the output of said accumulator is the 
IMEP of the engine. 

4. The apparatus of claim 3 and including a device for 
displaying IMEP and means for causing said display 
means to display a representation of IMEP for a com- 
plete engine cycle. 

5. The apparatus of claim 1 and including a device for 
displaying IMEP and means for causing said display 
means to display IMEP for each complete engine cycle. 

6. The apparatus of claim 1 wherein said shaft angle 
encoder supplies an analog of 6 to said memory, the 
output of the memory being an analog of dV Vd6, the 
signal from said pressure transducer to said multiplier 
being in digital form. 

7. The apparatus of claim 6 and including an accumu- 
lator which accepts digital input from said multiplier 
and yields an IMEP output and control means causing 
said accumulator to begin adding the input from said 
multiplier at the beginning of each engine cycle and to 
stop and reset at the end of each engine cycle. 

8. The apparatus of claim 7 and including means for 
displaying the IMEP of each engine cycle. 

9. The apparatus of claim 1 wherein said shaft angle 
encoder is an optical type. 

10. The apparatus of claim 1 wherein said shaft angle 
encoder is of the incremental type providing a signal 
pulse for each predetemined change in crank angle 6 
and including a digital binary counter means which 
receives pulses from said shaft angle encoder and con- 
verts them to a digital signal which is directed to said 
memory. 

11. The apparatus of claim 10 wherein said pressure 
transducer provides a digital signal to said multiplier 
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and wherein said means for adding is an accumulator 
which provides an IMEP output, said apparatus includ- 
ing means for causing said accumulator to begin adding 
the signals from said multiplier at the beginning of each 
engine cycle and to stop at the end of each cycle and 5 
begin adding the 0 signals for the next cycle. 

12. A method of generating a signal representing the 
indicated mean effective pressure IMEP over at least 
one cycle of operation of an engine having at least one 
varying volume chamber and a crankshaft and corre- 10 
sponding to the integral: 

J p.^r-de 

0 = o de 15 


where 0 is the crankshaft angle, P is the chamber pres- 
sure and V is the chamber volume comprising the steps 
of: 

determining dV of said chamber for each specific 0 of 
crankshaft rotation; 
storing the dV/dOs in a memory; 
providing to said memory a signal representing each 
0 of a cycle of operation to generate a signal dV/dO 
for each 0 signal; 

providing a signal P representative of instantaneous 
pressure in said chamber; 
multiplying P by dV/dO for each 0; and 
adding the products obtained for each 0 over at least 
one cycle of operation. 


***** 
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